Comparative study of blood coagulation tests in the horse and pony.
The clotting times obtained with different assay procedures for routine coagulation tests were examined for horse and pony samples. The whole blood clotting time test and the activated coagulation test seemed to give similar results when both tests were done at 22 C. The results obtained for the activated partial thromboplastin time assay varied, depending on the commercial reagent used for the test. Consistent results were obtained for the one-stage prothrombin time assay with each reagent used.